Device closure of secundum atrial septal defect in a 4.5 kilogram infant: Novel use of the Amplatzer DuctOccluder II device.
Modest secundum atrial septal defects (2°ASD) may cause significant pulmonary over perfusion during infancy, particularly in conjunction with left heart obstructive lesions. Amplatzer Septal Occluders are not ideal in this setting especially given recent concerns regarding device erosion. We report the first use of the Amplatzer Duct Occluder II device (ADO2) to close a 2°ASD in a 4.5 kg infant.